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Manufacturer ATLANTIS Model No. AT211H Serial No. 211k 11480109
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Sun-Jet Technology & Consulting Co.,LTD. hereby certifies that equipment noted herein has been compared with the above listed standards. The standards used to perform this
calibration are traceable to NML/ROC. The calibration services from Sun-Jet Technology & Consulting Co.,LTD. are capable of performing services in compliance with the requirements

of ISO/IEC 17025,
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This calibration report is validgnly to the items calibrated. This calibration certificate is valid only to the items calibrated. Reproduced calibration certificate in partial is not effective.
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Calibration Results & Description
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[tem S.I. Unit Standard Reading Deviation
kPa bar bar bar
I 0.0000 0.0000 0.0000 0.0000
2 20.0100 0.2001 0.2000 -0.0001
3 40.0100 0.4001 0.4000 -0.0001
4 60.0200 0.6002 0.6000 -0.0002
& 80.0200 0.8002 0.8000 -0.0002
6 100.0300 1.0003 1.0000 -0.0003
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Calibration Range Expanded Uncertainty Coverage Factor Confidence Level
(0~1)bar 0.0007 bar 1.99 95 %
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